[Cardiac rhythm analyzer based on the 15 VSM-5 program-controlled calculator].
Automatic analysis of the cardiac rhythm recorded through electrodes connected in various lead patterns can be carried out with a measuring and calculating complex, based on a program controlled calculator provided with the program for the rhythm analysis. The functional basis of this complex is a block controlling the information input, and it is described comprehensively.